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Vortices in superconductors play an important role in operating limits and applications of the superconductors. Scanning Hall
probe microscopes have proven themselves to be quantitative and non-invasive tools for investigating magnetic samples down
to 50 nm scale. Penetration of vortices in high quality single crystal Bi2Sr2CaCu2O8þ superconductor has been studied in
real-time with single vortex resolution at 77K using a low temperature scanning Hall probe microscope (LT-SHPM). Vortices
have been observed to be annihilated by the antivortices in small M–H loops. [DOI: 10.1143/JJAP.45.2246]
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1. Introduction
Scanning Hall probe microscopy (SHPM)1,2) is a quanti-
tative and non-invasive technique for imaging localized
surface magnetic field distribution on sample surfaces with





, over a wide range of temperatures, 30mK–
300K. This new technique offers great advantages and
complements the other magnetic imaging methods like
magnetic force microscopy (MFM),3) magnetic near field
scanning optical microscopy (MNSOM)4) and Kerr mi-
croscopy.5) MFM invasive and non quantitative, MNSOM is
difficult to operate, Kerr technique has low resolution. The
SHPM technique is non invasive and gives quantitative data.
Moreover, the Hall sensor’s used in the SHPMs do not
saturate under high external fields and the technique has
been shown to operate up to 7 T.6) The microscope can also
be used as a local scanning magnetometer with extremely
high magnetic moment sensitivity and can measure magnet-
ization loops of very small magnetic nanostructures. In
SHPM, a micro-Hall probe is scanned over the sample
surface to measure the perpendicular component of the
surface magnetic fields using conventional scanning tunnel-
ing microscopy (STM) positioning techniques as shown in
Fig. 1. The SHPM has started as an obscure scanning probe
microscopy (SPM) method with very limited performance
and applications at cryogenic temperatures, to a well-
developed magnetic characterization technique with 50 nm
spatial resolution7) and extremely high field resolution. The
first microscope1) could get an image over many hours at
4.2K due to noise; in contrast to 1 frame/s scan speeds of
modern SHPMs operating at room temperature. The per-
formance of the SHPMs can be improved further down to
10–20 nm spatial resolution, 6–8 frames/s scan speeds
limited by the electronics,8) without sacrificing the field
resolution drastically. Unlike Squids or MFM, where
sensitivity decreases with the areal size or the volume of
the sensor, sensitivity in Hall sensors decreases linearly with
the width of the hall sensor. Therefore, decreasing the Hall
sensor size from 50 to 10–20 nm, will decrease the
sensitivity by a factor of 5–2.5. Magnetic field penetrates
into superconductors in the form of vortices carrying single
flux quantum, 0. At the center of the vortex the sample is
no more superconductive; moreover the motion of the
vortices weakens the superconductivity. Imaging of the
vortices in static and dynamic cases is of great importance
without disturbing them. The vortex structure and dynamics
of vortices give important data about the physical properties
of the superconducting material. The pinning of these
vortices and the strength of the pinning determines the
JC.
9) SHPMs are well suited for this application with
unprecedented field resolutions over wide temperature
range. In this work, we describe the real-time imaging of
vortex–antivortex interactions using a low temperature
scanning Hall probe microscope (LT-SHPM).
2. Experimental
2.1 Scanning Hall probe microscope
In SHPM, the Hall sensor is positioned close to a gold-
coated corner of a deep etch mesa, which serves as STM tip
as shown in Fig. 2. The Hall probe chip is tilted 1 with
respect to sample ensuring that the corner of the mesa is the
highest point. The microscope can be run in two modes:
STM tracking and lift-off mode. In the STM tracking mode,
the tunnel current between the corner of the Hall sensor chip
and the sample is measured and used to drive the feedback
loop enabling the simultaneous measurement of both STM
Fig. 1. Schematic diagram of LT-SHPM.
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topography and the magnetic field distribution of the sample
surface. This mode of operation gives the highest sensitivity
because of the smallest probe-sample separation at all times,
but with the drawback of being slow. In the lift-off mode,
however, the Hall sensor is lifted off to a certain height
above the sample and the head can be scanned extremely fast
(1 s/frame) for measurements of the local magnetic field
distribution. Atomic force microscope (AFM) tracking
SHPM has recently been developed, integrating a micro-
Hall sensor onto a SiN AFM cantilever10) and onto a GaAs
AFM cantilever with sharp tip.11) The force is measured and
controlled by optical10) or piezoresistive11) detection.
The LT-SHPM12) used in this study is very compact
(23.6mm OD) commercial microscope and can be operated
between 30mK–300K and tested up to 9 T external fields.
The sample can also be positioned within 3mm in XY
directions.
In SHPM the minimum detectable magnetic field is
limited mainly by the noise of the Hall sensor. Hall sensors
are driven with a DC current (IHALL) and the Hall voltage
measured using a low noise amplifier positioned close to the
nano-Hall probe. The amplifier’s gain and bandwidth are
adjustable parameters. The minimum detectable magnetic
field with a Hall probe can be written as,2)
Bmin ¼ Vnoise=ðRHIHALLÞ ð1Þ
where Vnoise is the total voltage noise at the input of the Hall
amplifier. The voltage noise of the amplifier can usually be
made negligible. The Vnoise has two components; Johnson
noise due to the series resistance of the Hall sensor (Rs) and
the 1= f noise. It is desirable to drive the Hall probe with the
highest permissible current. However, the voltage noise of
series resistance Rs increases due to heating of the charge
carriers and the lattice. Therefore, the Hall current cannot be
increased indefinitely and there is a maximum useable
IHALLmax.
2.2 Hall probe fabrication
GaAs/GaAlAs two dimensional electron gas (2DEG)
Hall probes are fabricated with optical lithography using
standard clean room processing techniques.13,14) Figure 2
shows a 1 mm size 2DEG micro-Hall probe with a Hall
coefficient of RH  0:16/Gauss and a series resistance of
Rs ¼ 5{6 k at 77K. At that temperature, GaAs/AlGaAs






3.1 Imaging of superconductors and magnetization
measurements
Magnetic field penetrates into superconductors as quan-
tised fluxons, called Abrikosov vortices. We have inves-
tigated the flux penetration into high quality single crystal
BSCCO(2212) with single flux quantum (vortex) resolution
using a low temperature SHPM at 77K.15) The samples were
prepared with traveling zone method16,17) and had a
Tc  87K, determined by a SQUID magnetometer.
The sample is glued on the sample holder from its corners
using silver paint. Since BSCCO is a layered material, where
the layers are weakly linked to each other, a scotch tape is
used for cleaving the sample to obtain a clean and flat
surface before loading into the microscope. The tape is
carefully applied to the surface of the sample and then
peeled off, removing with it a thin layer of material. The LT-
SHPM and the cryostat system were degaussed at 110–
130K and zero field cooled to 77K. SHPM images were
obtained in the in lift-off mode where the active area of the
probe is pulled back 650 nm from the sample. Figure 3
shows images of trapped vortices due to earth’s magnetic
field. It can be seen that the trapped flux lie in stripes parallel
to one of the crystallographic axes (a or b) separated by
regions free from strong pinning sites.18)
We have also performed quasi-real time SHPM imaging
to study how the vortices penetrate into the BSCCO
superconductor. We first degaussed the system at 110K
and then applied field opposite to the earth’s magnetic field
during the cool down to 77K. We adjusted the strength of
the counter field such that we observe no vortices within the
scan area at 77K. Then, starting with the zero field, the
magnitude of the external field is decreased to 4Oe and
flux penetration is observed in real-time, as the microscope
is scanned across the surface with high speed, 1.8 s/frame.
The magnetic flux observed to be penetrating into the
sample in the form of single flux quanta. Figure 4 shows
some of the consecutive images showing penetration of
antivortices. We acquired 100 images in lift-off mode while
the probe is separated 650 nm from the sample and
converted these into a movie.19) We observed that the
vortices prefer to penetrate into the crystal along the a or b
crystallographic directions. The anti-vortices seem to stop at
the pinning sites momentarily as they move under the effect
of the external field.
10 µm  
STM Tip
Hall Cross
Fig. 2. Optical micrograph of a 1mm GaAs/AlGaAs 2DEG thin film
micro-Hall. Gold coated corner of the chip on the left of Hall cross serves
as STM tip.





Fig. 3. Vortex images in BSCCO(2212) obtained by LT-SHPM. Images
show 13 13mm2 scan area. Chain like behavior of the vortices can
clearly be seen at two different runs (a) and (b).
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In another run, we repeated the same procedure to obtain a
virgin (vortex free) state and performed a complete B–H
curve to a maximum field of þ6Oe and a minimum field of
of 6Oe as we scanned the microscope in real-time. We
captured 1000 SHPM images in lift-off mode while the
probe is separated 650 nm from the sample. The images were
then processed into another movie.20) The snapshots of the
movie are given in Fig. 5. The vortices are observed to be
penetrating into the BSCCO single crystal in the positive
field ramp along the crystallographic directions a or b. They
start to leave the crystal along the same direction as the
external field is decreased back to zero. However, they can
not completely be swept away. As the external field is
ramped towards the negative values, the anti-vortices seem
to be penetrating into the crystal, annihilating the vortices
first and establishing themselves in the sample.
SHPMs can also be used to perform local magnetization
measurements, over an area defined by the Hall probe size.
The Hall sensors are probably the smallest magnetometers
that can be constructed with extremely high magnetic
moment sensitivity.
Static local magnetization measurements were also per-
formed at 77K on the BSCCO(2212) sample. Figure 6
shows the M–H curve obtained with the SHPM with a
maximum applied field of 138Oe. Jumps in the local
magnetic induction curve around 100Oe are due to vortex
lattice melting transitions.
4. Discussion and Conclusions
We have observed the penetration of vortices and vortex–
antivortex annihilation in BSCCO single crystals at 77K in
real-time using SHPM. The vortices are observed to be
penetrating into the crystal along one of the crystallographic
directions, a or b. This indicates that there are strong pinning
sites running along one of the crystallographic directons,
observed in all samples grown in different batches. These
pining sites can be due to concentration fluctuations or
crystallographic defects in the material. Perhaps the local Tc
varies across the material along these pinning sites. More-
over, as magnetic flux penetrates into the material in the
form of Abrikosov vortices, they seem to prefer the paths
along the pinning sites. Identification of the cause of these
sites may help to increase the crystal quality or Jmax of the
material and hence can increase the potential of the BSCCO
in industrial applications.
Fig. 4. Snapshots of the antivortex penetration movie. Numbers show the individual frame numbers out of 100 images.19)
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